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tigmatic spectrometers for extended sources:
esign with toroidal varied-line-space gratings

uca Poletto and Roger J. Thomas

Performances are presented of three classes of imaging slit spectrometers for extended sources with
aberration-corrected gratings. A general analytical expression for minimizing off-axis grating aberra-
tions is obtained, and it is demonstrated that these aberrations are minimized when the spectrometer is
operated at a magnification higher than unity. Classical designs with toroidal uniform-line-spaced
�TULS� or spherical varied-line-space �SVLS� gratings are compared with a new class of designs that
utilize toroidal varied-line-space �TVLS� gratings. Although TULS and SVLS designs with two stig-
matic points can be designed to operate at near-unity magnification with excellent on-axis spectral and
spatial resolutions, they cannot be made to satisfy the general off-axis condition, and so their off-axis
performances are not optimum. On the contrary TVLS designs with two stigmatic points can be
operated at almost any magnification, thus satisfying the off-axis condition perfectly. Such designs are
suitable for imaging spectrometer observations that require an extended field of view. © 2004 Optical
Society of America

OCIS codes: 050.1950, 080.1010, 220.1000, 120.6200.
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. Introduction

typical slit spectrometer has an intrinsic spatial-
esolution capability only in the plane perpendicular
o the spectral dispersion plane; i.e., a single acqui-
ition gives the spatial distribution of an extended
ource only in the direction parallel to the entrance
lit. In a so-called stigmatic spectrometer the opti-
al aberrations are corrected both on the spectral
ispersion plane, perpendicular to the entrance slit,
nd on the cross plane, parallel to the entrance slit.1
n this way a pointlike source on the entrance slit is
eimaged as a spectrally dispersed point on the focal
lane. Two-dimensional monochromatic images
an then be obtained by moving the spectrometer in
he direction perpendicular to the entrance slit and
aking a set of consecutive acquisitions.

The aberrations of an optical system are at a min-
mum for sources placed on the optical axis of the
nstrument, usually the center of the entrance slit,
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nd in general they grow larger with the increasing
istance from the optical axis, i.e., for the so-called
ff-plane sources. In the case of an imaging spec-
rometer, this means that both the degree of mono-
hromaticity and the spatial resolution of an image
ecrease far from the optical axis. The scientific re-
uirements on the spectral and the spatial resolu-
ions are then satisfied only over a limited field of
iew.
When one is designing a normal-incidence stig-
atic spectroscopic instrument, aberration-corrected

oncave gratings are often used.2 The simplest such
pectrometer consists of a single optical element,
amely, the grating, which provides both spectral
ispersion and spatial reimaging of the entrance slit.
ingle-reflection designs also give the highest spec-
rometer efficiency, an extremely important consid-
ration in the extreme ultraviolet �EUV� spectral
egion, where normal-incidence reflectivity is rather
ow.

Two main approaches have been used in the past
or correcting the optical aberrations in single-
eflection spectrometers: uniform-line-spaced �ULS�
ratings ruled on an aspherical blank3 or varied-line-
pace �VLS� gratings ruled on a spherical blank.4
In the former case the groove spacing is constant

nd the aberrations are corrected by the aspherical
urface of the grating: A toroidal blank is usually
dopted for realizing the coincidence of the spectral
nd spatial focal curves over the bandpass of interest
1 April 2004 � Vol. 43, No. 10 � APPLIED OPTICS 2029
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y using a different radius of curvature in the sagittal
irection rather than in the tangential one. In this
ay the spatial focal curve can be made to intersect

he spectral focal curve, that is, the Rowland circle, at
ne or two points.
On a VLS grating the groove spacing changes

long the surface following a polynomial law: In
uch a system aberrations can be controlled by
djusting the parameters for ruling variations.
hen the proper distribution of line spacing is cho-

en, the spectral focal curve can be brought to in-
ersect the spatial focal curve at one or two points.5
oreover it can be shown that a VLS grating ruled

n a spherical varied-line-space �SVLS� surface is
uperior to the equivalent ULS grating ruled on a
oroidal uniform-line-space �TULS� surface in terms
f off-axis performance.6
Both the classical TULS design and the more re-

ent SVLS design have been successfully adopted for
bservations of EUV extended sources, both in labo-
atory and in space applications.7–10

A logical extension of the concepts described above
as been the recent suggestion to rule VLS grooves on
n aspherical �toroidal� surface, producing a toroidal
aried-line-space �TVLS� grating.11 An additional
esign parameter, namely, the sagittal radius, is
hen available to control imaging aberrations and to
ptimize the off-axis performance. Such TVLS grat-
ngs have been found to provide excellent off-axis
maging in configurations with magnification higher
han unity, permitting high-quality performance in
ompact instrument packages. TVLS designs have
ecently been proposed for a number of UV and EUV
pectrometers looking at the solar disk.
In this paper the off-axis performances of imaging

lit spectrometers with aberration-corrected gratings
re presented. The general analytical expression
or minimizing the off-axis grating aberrations, then

aximizing the useful field of view of the spectrom-
ter, is obtained in Section 2: It is demonstrated
hat off-axis aberrations are minimized when the
pectrometer is operated at a magnification different
rom unity. Classical TULS and SVLS designs, with
wo stigmatic points within the observed spectral re-
ion, do not fulfill this condition, being operated at a
agnification near unity: They have excellent on-

xis spectral and spatial resolutions but degrading
ff-axis performances. In general the off-axis condi-
ion can be perfectly met by TULS or SVLS designs
nly if there is just one stigmatic point within the
pectral region to be observed; in this case the useful
eld of view is increased, but the bandpass over
hich the instrument can operate is severely re-
uced. On the contrary the additional free param-
ter of the TVLS design, namely, the sagittal grating
adius, allows spectrometers with two stigmatic
oints within its spectral bandpass and with a mag-
ification higher than unity that fulfills the off-axis
ondition, giving a large stigmatic FOV throughout
n extended spectral region. Finally, the design of a
pectrometer for high-resolution observations of the
olar corona over a wide spectral region and extended
030 APPLIED OPTICS � Vol. 43, No. 10 � 1 April 2004
eld of view is presented in Section 3: It is shown
hat the TVLS design gives a distinctly better perfor-
ance in terms of its off-axis imaging capabilities.

. Concave Gratings for Stigmatic Imaging

. Condition for Minimum Off-Axis Aberrations

he design principle of a spectrometer with an
berration-corrected grating has been well estab-
ished.12 The optical layout of a concave grating is
hown in Fig. 1 with a rectangular coordinate system:
he origin, O, is on the grating vertex; the x axis is
ormal to the surface at the origin point; and the y
nd z axes are, respectively, perpendicular and par-
llel to the grooves. The source is placed at point A
xA, yA, zA� on the entrance-slit plane, and point B
xB, yB, zB� is the nominal focal point of wavelength �
iffracted in the mth order by the grating. The ge-
eric point, P �x, y, z�, spans over the whole grating
urface.
The groove density along the grating surface is

xpressed as

�� y� � �0 � �1 y � �2 y2 � �3 y3, (1)

here �0 is the central groove density �i.e., for y � 0�
nd �1, �2, �3 are the parameters for ruling varia-
ions. In the case of a ULS grating, �1 � �2 � �3 �
; so the groove density is constant along the surface,
�y� � �0.
The relationship between the geometrical param-

ters of the optical layout �entrance arm rA, exit arm
B, incidence angle �, and diffraction angle ��, the
rating parameters �tangential radius R and sagittal
adius �, where � � R for spherical gratings�, and the
oefficients for groove-space variation ��1, �2, and �3�
s found by expressing the light-path function F as a
ower series of y and z:

F � rA � rB � 	
i, j

yiz jFij

� rA � rB � 	
i, j

yiz j�Cij � m��0 Mij�, (2)

here either index i or j must be greater than zero, so
hat the first terms of the series are F10 and F01.

The Cij terms depend only on the geometry of the
rating. The complete terms of the series up to sec-

Fig. 1. Schematic of the optical layout of a concave grating.
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nd order and the main third- and fourth-order terms
re3

C10 � 
sin ��1 �
zA

2

2rA
2� � sin ��1 �

zB
2

2rB
2� , (3)

C01 � 

zA

rA
�

zB

rB
, (4)

C20 �
1
2 �cos2 �

rA
�

cos2 �

rB
�

cos � � cos �

R �
�

zA
2

2rA
2 �sin2 �

rA
�

cos2 �

rA
�

cos �

2R �
�

zB
2

2rB
2 �sin2 �

rB
�

cos2 �

rB
�

cos �

2R � , (5)

C02 �
1
2 � 1

rA
�

1
rB

�
cos � � cos �

� � �
zA

2

4rA
2 � 3

rA

�
cos �

� � �
zB

2

4rB
2 � 3

rB
�

cos �

� � , (6)

C11 � 
sin �
zA

rA
2 � sin �

zB

rB
2 , (7)

C30 �
1
2

sin �

rA
�cos2 �

rA
�

cos �

R � �
1
2

sin �

rB
�cos2 �

rB

�
cos �

R � , (8)

C40 �
sin2 �

2rA
2 �cos2 �

rA
�

cos �

R � �
1

8R2 � 1
rA

�
cos �

R �
�

1
8rA

2 �cos2 �

rA
�

cos �

R �2

�
sin2 �

2rB
2 �cos2 �

rB

�
cos �

R � �
1

8R2 � 1
rB

�
cos �

R � �
1

8rB
2 �cos2 �

rB

�
cos �

R �2

. (9)

he coefficients Mij depend on the groove-space vari-
tions. In the case of ULS gratings, all but M10 are
ero:

M10 � 1, Mij � 0 for i, j � 1, 0, (10)

hereas in the case of VLS gratings the nonzero
erms are4

M10 � 1, M20 � �1�2�0,

M30 � �2�3�0, M40 � �3�4�0. (11)

ccording to Fermat’s principle of least time, the im-
ge point, B, is located such that the light-path func-
ion will be an extreme for any point P spanning over
he grating surface. Stigmatic spectral image focus-
ng is then obtained setting the derivative with re-
pect to the variables y and z equal to zero, i.e., �F�
y � �F��z � 0. The latter condition must be
atisfied simultaneously by any pair of y and z on the
urface of the grating for fixed point B: This is re-
lized by setting all coefficients of the power series in
q. �2� equal to zero.
When F01 is set equal to zero, the fundamental

quation

zA

rA
� 


zB

rB
(12)

s obtained, which gives the grating image magnifi-
ation.

When F10 is set equal to zero and Eq. �12� is used,
he grating equation

�sin � � sin ���1 �
zA

2

2rA
2� � m��0 (13)

s obtained, giving the relationship between the
avelength of the incoming radiation, the central
roove density, and the direction of the incident and
he diffracted rays. The signs of � and � are opposite
f A and B lie on different sides of the x–z plane.

The F20, F02, and F11 terms control defocusing, the
ain optical aberration limiting the spectral and spa-

ial resolution. The F20 term shows the spectral de-
ocusing in the spectral dispersion plane, which
ncreases linearly with the width of the grating illu-

inated area �i.e., the grating size perpendicular to
he grooves�. The F02 term shows the spatial defo-
using in the plane perpendicular to the spectral dis-
ersion, which increases linearly with the height of
he grating illuminated area �i.e., the grating size
arallel to the grooves�. The F11 term is null for
n-axis sources and gives off-axis defocusing in both
he spectral and the spatial directions. The terms
re given by

F20 �
1
2 �cos2 �

rA
�

cos2 �

rB
�

cos � � cos �

R
� m��1�

�
zA

2

2rA
2 �sin2 �

rA
�

cos2 �

rA
�

sin2 �

rB
�

cos2 �

rB

�
cos � � cos �

2 R � , (14)

F02 �
1
2 � 1

rA
�

1
rB

�
cos � � cos �

� � �
zA

2

4rA
2 � 3

rA
�

3
rB

�
cos � � cos �

� � , (15)

F11 � 

zA

rA
�sin �

rA
�

sin �

rB
� . (16)

sually a design is optimized for the best on-axis
erformance. In this case zA is set equal to zero, and
quations F20 � 0 and F02 � 0 give, respectively, the
pectral and spatial focal curves, defining the sur-
aces on which spectral or spatial defocusing are zero.
he aim of the optical design of a stigmatic spectrom-
1 April 2004 � Vol. 43, No. 10 � APPLIED OPTICS 2031
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ter is to realize the coincidence of the spectral and
patial focal curves over the wavelength region of
nterest. It is impossible to realize a perfect overlap
f the two curves over the whole spectral region to be
cquired, but the spectral focal curve can be brought
o intersect the spatial focal curve at one or two
oints, which then define the so-called stigmatic
avelengths. Around each of these points the spec-

rometer is almost stigmatic over a region whose ex-
ension depends primarily on beam divergence.

Once the stigmatic design has been chosen, the
n-axis defocusing is minimized, but the F20, F02, and
11 terms are different from zero for off-axis sources
zA � 0�. The off-axis defocusing is dominated by
he F11 term, which is proportional to 1�r2, while the
20 and F02 terms are proportional to 1�r3. By set-

ing F11 equal to zero, the condition for minimizing
he off-axis grating aberrations is obtained:

sin �

sin �
�

rB

rA
� M, (17)

here M is the spectrometer magnification rB�rA.
There is no relationship between magnification M
nd the light-path coefficients Mij reported in Eqs.
10� and �11�.� A grating spectrometer has a mini-

um of off-axis aberrations where the ratio between
he diffraction and the incidence angles is equal to
he instrument magnification. Note that this condi-
ion is independent of the grating type �if ULS or
LS� and of the grating geometry �if spherical or
spherical�: It is a general condition for maximizing
he off-axis grating performance of any imaging spec-
rometer.

It is clear from Eq. �17� that a spectrometer work-
ng with unity magnification gives the best off-axis
erformance when � � �. But this is not a feasible
ondition because of the interference between the en-
rance slit and detector. Designs with unity magni-
cation with � as close as possible to � �i.e., a small
ubtended angle �–�� are expected to give better off-
xis performances than designs with a larger grating
ubtended angle. However, given that actual slits
nd detectors must have some physical size, Eq. �17�
an be exactly fulfilled only by spectrometers operat-
ng at a magnification different from unity.

Both TULS and SVLS designs can be adopted with
magnification higher than unity in configurations
ith only a single stigmatic wavelength by choosing
n incidence angle � according to Eq. �17� combined
ith Eq. �13�. If the spectral region to be acquired is

ufficiently narrow and�or the beam divergence is
ow, the on-axis performance can be good enough to
atisfy the scientific requirements while also provid-
ng excellent off-axis performance. TULS and SVLS
esigns can also be adopted that operate at magnifi-
ation higher than unity with two stigmatic wave-
engths, but once the incidence angle � is chosen
ccording to Eq. �17� to minimize the off-axis aberra-
ions, the remaining parameters are not enough for
ne to choose the location of the stigmatic points any-
here within the observed spectral region.
032 APPLIED OPTICS � Vol. 43, No. 10 � 1 April 2004
In the following designs with two stigmatic wave-
engths within the operating bandpass are presented
ith particular attention to their off-axis perfor-
ances.

. Design of the Toroidal Uniform-Line-Spaced Grating

he conventional approach to designing a normal-
ncidence stigmatic spectrometer has been to use
ULS gratings.3 We express the conditions for spec-
ral and spatial on-axis focusing, respectively, by

cos2 �

rA
�

cos2 �

rBh
�

cos � � cos �

R
� 0

spectral focal curve, (18)

1
rA

�
1

rBv
�

cos � � cos �

�
� 0

spatial focal curve, (19)

hich are derived from Eqs. �14� and �15�, noting that
1 � zA � 0 in this case. Here rBh and rBv indicate
he lengths of the exit arm that produce the best
pectral and spatial on-axis focusing, respectively.
quation �18� is satisfied for each angle � and � by

rA � R cos �, rBh � R cos �, (20)

hich is the equation of the Rowland circle, i.e., the
ircle tangent to the grating in the origin point, O,
nd having a diameter equal to the grating tangential
adius R. The spatial focal curve can intersect the
pectral focal curve for two stigmatic wavelengths �1
nd �2 within the desired bandpass, diffracted, re-
pectively, at angles �1 and �2, if the sagittal radius
is chosen accordingly to

� � R cos � cos �1 � R cos � cos �2, (21)

here

�1 � 
�2 � a sin�m�0

�1 � �2

2 � , (22)

� � a sin�m�0

�1 � �2

2 � � a sin�m�0�c�, (23)

o that the central wavelength �c � ��1 � �2��2 is
iffracted at �c � 0.
The magnification of the conventional TULS de-

ign is slightly higher than unity and almost constant
ithin the spectral region to be acquired, M � 1�cos
�� 1; so the condition for the best off-axis perfor-
ance is � � �, which cannot be achieved. There-

ore such TULS designs cannot be fully optimized for
he observations of extended sources. Lower off-axis
berrations are expected for the highest wavelengths
n the spectral region to be observed, where the sub-
ended angle �–� is smaller.

TULS designs are possible with two stigmatic
avelengths even at magnifications higher than
nity, but they have limitations. Let Mc indicate the
agnification at the central wavelength of the spec-
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ral interval to be acquired, defined as Mc � rBh��c��
A. The incidence angle has to be chosen according
o Eq. �23�. The tangential grating radius is chosen
rom Eq. �18� as

R � rA Mc

cos � � cos �c

Mc cos2 � � cos2 �c
, (24)

nd the sagittal radius has to be chosen as

� � cos2 �1� 1
R

�
cos � � cos �1

rA
�
1

� cos2 �2� 1
R

�
cos � � cos �2

rA
�
1

. (25)

gain Eq. �17� is not met; so the off-axis performance
s not optimized. To satisfy Eq. �17� at a certain
avelength, the incidence angle has to be chosen

loser to zero than the value found by Eq. �23�, and
hen the corresponding diffraction angle moves apart
rom zero. Since the two stigmatic wavelengths are
hose diffracted at symmetric angles �i.e., �1 � 
�2�,
t is clear that only the stigmatic wavelength dif-
racted at the positive angle falls into the spectral
nterval to be acquired. In general, when the inci-
ence angle is moved toward zero to get closer to Eq.
17�, the two stigmatic wavelengths move farther
part until one of them is shifted entirely out of the
pectral region of interest.

. Design of the Spherical Varied-Line-Space Grating

hen a SVLS grating is used, the spectral and spa-
ial focal curves are determined by

cos2 �

rA
�

cos2 �

rBh
�

cos � � cos �

R
� m��1 � 0

spectral focal curve, (26)

1
rA

�
1

rBv
�

cos � � cos �

R
� 0

spatial focal curve. (27)

quation �27� is satisfied by

rA �
R

cos �
, rBv �

R
cos �

, (28)

hich gives the equation of a line tangent to the
owland circle where spatial defocusing is zero.
In the design of a SVLS grating spectrometer the

sually adopted optical layout, initially proposed by
arada, has the entrance slit at the position given by
q. �28�. The detector surface is put on the spatial

ocal curve; the angle of incidence � and the ruling
arameter �1 are then determined, making the spec-
ral focal curve intersect the spatial focal curve at the
wo stigmatic wavelengths, �1 and �2.6 This is
chieved by selecting angle � by the relation

sin �1 � sin �2�cos � sin2 � � �sin �

� sin �1�cos �2 sin2 �2 � �sin �

� sin �2�cos �1 sin2 �1 � 0. (29)

he ruling parameter �1 is then determined by Eq.
26�. Furthermore it can be shown that the addi-
ional parameters for ruling variations, �2 and �3,
an be determined to minimize on-axis astigmatic
oma and spherical aberration.6

The magnification of the SVLS design is slightly
ower than unity, M � cos ��cos � �� 1, so again the
ondition for the best off-axis performance is � � � as
n the TULS case, which again is not possible. How-
ver, it can be shown that the optimum incidence
ngle � determined by Eq. �29� for the SVLS design is
ower than the corresponding TULS design; so the
ubtended angle �–� is closer to zero. This means
hat the off-axis performance of the SVLS system will
hen be superior to the equivalent TULS system.
n the other hand, SVLS configurations may have
roblems of accommodation, since the minimum sub-
ended angle can be so small as to cause interference
etween the entrance slit and the detector. Then
he incidence angle has to be increased, so that Eq.
29� is no longer satisfied. In such cases, some per-
ormance degradations both on axis and off axis have
o be accepted.

The SVLS design can also be used in configurations
ith magnifications higher than unity with two stig-
atic wavelengths. The incidence angle � has to be

elected by

cos � � cos �1

sin � � sin �1
�1 � Mc

Mc

sin2 �1

cos � � cos �c
� cos �

� cos �1�
�

cos � � cos �2

sin � � sin �2
�1 � Mc

Mc

sin2 �2

cos � � cos �c

� cos � � cos �2� � 0, (30)

here the spherical grating radius is given from Eq.
27� by

R � rA�cos � � cos �c�
Mc

1 � Mc
, (31)

nd the ruling parameter �1 is determined by Eq.
26�.

It can be shown that the incidence angle as calcu-
ated by Eq. �30� is closer to the angle satisfying Eq.
17� than the corresponding incidence angle for the
ULS design. Again, the off-axis performance of the
VLS system is superior to the equivalent TULS sys-
em.

Equation �17� can be satisfied at one wavelength
1 April 2004 � Vol. 43, No. 10 � APPLIED OPTICS 2033
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ithin the design bandpass if the incidence angle
hosen is closer to zero than the value found by Eq.
30�. As in the TULS case, when the incidence angle
s moved toward zero, the two stigmatic wavelengths

ove farther apart, until one of them is shifted en-
irely out of the observed spectral range.

. Design of the Toroidal Varied-Line-Space Grating

oth TULS and SVLS designs can be adopted in
onfigurations with magnification higher than unity
nd minimum off-axis aberrations, as stated by Eq.
17�, but then only for a single stigmatic wavelength
ithin the bandpass. If two stigmatic wavelengths
nd the exact fulfillment of Eq. �17� are simulta-
eously required, an additional parameter has to be

ntroduced into the optical design. This can be done
ith TVLS gratings, where the new parameter is the
rating sagittal radius �.
The initial parameters to be fixed are the two stig-
atic wavelengths, �1 and �2; the entrance arm rA;

he magnification Mc at the central wavelength, �c �
�1 � �2��2; and the grating central groove density �0.
he incidence angle � is calculated to verify Eq. �17�
t wavelength �c:

� � a sin� m�c�0

1 � Mc
� . (32)

he spectral and spatial focal curves are determined
y

cos2 �

rA
�

cos2 �

rBh
�

cos � � cos �

R
� m��1 � 0

spectral focal curve, (33)

1
rA

�
1

rBv
�

cos � � cos �

�
� 0

spatial focal curve. (34)
he grating sagittal radius is calculated by

� � rA�cos � � cos �c�
Mc

1 � Mc
. (35)

he next two parameters, R and �1, are calculated to
ave the spectral focal curve intersecting the spatial

ocal curve at the two stigmatic wavelengths, �1 and
2:

R �
�1�cos � � cos �2� � �2�cos � � cos �1�

�1 K2 � �2 K1
, (36)

�1 �
1
m

K2�cos � � cos �1� � K1�cos � � cos �2�

�1�cos � � cos �2� � �2�cos � � cos �1�
,

(37)

here

K1 �
cos2 �

rA
� cos2 �1�cos � � cos �1

�
�

1
rA
� , (38)

K2 �
cos2 �

r
� cos2 �2�cos � � cos �2

�
�

1
r � . (39)
A A
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e can determine the additional parameters for rul-
ng variations, �2 and �3, to minimize on-axis astig-

atic coma and spherical aberration at the central
avelength �c:

�2 � 

3

2m�C
�sin � cos �

rA
�cos �

rA
�

1
R�

�
sin �C cos �C

rBh
�cos �C

rBh
�

1
R�� , (40)

�3 � 

1

2m�C
�4 sin2 � cos �

rA
2 �cos �

rA
�

1
R�

�
cos2 �

rA
�cos �

rA
�

1
R�2

�
1
R2 � 1

rA
�

cos �

R �
�

4 sin2 �C cos �C

rBh
2 �cos �C

rBh
�

1
R�

�
cos2 �C

rBh
�cos �C

rBh
�

1
R�2

�
1
R2 � 1

rBh
�

cos �C

R �� .

(41)

inally the detector surface has to be on the plane
hat best fits the spectral and the spatial focal curves
iven above.
Equations �32�, �35�, �36�, �37�, �40�, and �41� define

ompletely the TVLS design with a magnification
igher than unity, two stigmatic points, and mini-
um off-axis aberrations.

. Ray-Tracing Simulations

t has just been shown that TVLS designs can be
dopted for high-resolution observations of extended
ources in configurations with magnification differ-
nt from unity. As one of the main fields of appli-
ation, this new design concept can be applied to
pace instrumentation for EUV spectroscopic obser-
ations of the solar corona. If simultaneous high-
esolution observations of EUV emissions from
ifferent regions of the corona are required, the spec-
ral region to be acquired becomes wide and the
ength of the spectrum on the focal plane may require

ore than one detector. An extended spatial field of
iew �i.e., in the direction parallel to the spectrometer
ntrance slit� is also necessary for one to look simul-
aneously at an area on the Sun that is as wide as
ossible.
A typical instrument normally consists of a tele-

cope feeding a grating spectrometer through an en-
rance slit; so the global spectral and spatial
erformances have to be determined by taking into
ccount the contributions of both optical components
i.e., telescope and spectrometer� to the optical trans-
er function. A telescope spectrometer has three
ain optical parameters that determine its perfor-
ance, namely, the spatial resolution in the direction

erpendicular to the entrance slit, the spectral reso-
ution, and the spatial resolution in the direction par-
llel to the entrance slit. The first depends only on
he telescope design, the second only on the spectrom-
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ter design, and the third on both telescope and spec-
rometer. Several optical designs have been studied
nd realized for telescopes with high performance in
n extended field of view: The choice of the actual
esign is done as a trade-off among different needs,
uch as for high throughput, extended field of view,
ow mass, and small size. Unfortunately a good tele-
cope design contributes primarily to only one of the
hree optical parameters defined above �namely, the
patial resolution perpendicular to the slit�; the other
wo are dominated by the grating performance, espe-
ially for off-axis sources.

Here TULS, SVLS, and TVLS grating configura-
ions are compared in the design of an EUV spectrom-
ter for high-resolution observations in a wide
pectral region and extended field of view. The spec-
ral region to be recorded has been made very wide
115–155 nm� for simultaneous diagnostics of differ-
nt regions of the solar corona. If coatings on the
ptics and detectors are chosen for observation of the
econd diffracted order also, the instrument diagnos-
ic capabilities became really huge. Two detectors
re placed on the spectrometer focal plane to acquire
wo different spectral regions. The required field of
iew is 30 arc min, covering almost the full Sun from
arth orbit. The main parameters for a spectrome-

er operating on the first-order wavelength range of
15–155 nm are listed in Table 1. The spectral re-
olving element is �0.008 nm, corresponding to a
elocity resolution of 20 km�s at 120 nm, and the
patial resolving element is 1 arc sec. Each detector
ctive area is 27 mm � 27 mm, consistent with the
se of either a CCD or a microchannel plate device.
ince the spectral region to be acquired consists of
wo different intervals on the two detectors, and a
igh spectral resolution is required over the whole
ange, an optical design with two stigmatic points has
o be adopted.

. Performance of the Toroidal Uniform-Line-Spaced
rating

he parameters of a TULS design in the Rowland
onfiguration are listed in Table 2. The grating

Table 1. General Characteristics of the EUV Spectrometer

Parameters Values

Wavelength 115–130 nm
140–155 nm

Field of view parallel to the
slit

30 arc min

Spatial resolution parallel to
the slit

1 arc sec

Spatial resolving element
�perpendicular to the slit�

1 arc sec�pixel

Spectral resolving
element

8 pm�pixel

Pixel size 15 �m
Detector format 1800 pixel � 1800 pixel
Detector area 27 mm � 27 mm
Number of detectors 2
roove density is 1800 lines�mm, and the spectrom-
ter arms are �1000 mm, giving a spectral dispersion
f �0.55 nm�mm. The stigmatic wavelengths have
een chosen at 120 and 150 nm. Since the grating
perates at near-unity magnification, the entrance
lit width has been made equal to the detector pixel
ize, i.e., 15 �m.
The need for a spatial resolution of 1 arc sec re-

uires a telescope focal length of 3000 mm. A
ouble-element telescope has been assumed, which
as the disadvantage of one extra reflection over a
ingle-mirror off-axis paraboloid system but which
rovides a much larger corrected field of view and a
educed length. It has been proved by ray tracing
hat it is possible to design a double-element tele-
cope with aberrations lower than 15 �m over the
hole field of view of 30 arc min. The spatial reso-

ution perpendicular to the slit is then limited by the
lit width to 1 arc sec. The spectral resolution and
patial resolution parallel to the slit are instead dom-
nated by the grating performance.

A schematic drawing of the optical system is shown
n Fig. 2. The two detectors have been placed at the

Table 2. Characteristics of the TULS Spectrometer

Parameters Values

Telescope Double-element design
Focal length 3000 mm
Entrance diameter 150 mm
Slit size 15 �m � 27 mm

Spectrometer TULS grating
Groove density 1800 lines�mm
Stigmatic wavelengths 120 and 150 nm

Tangential radius 1000 mm
Sagittal radius 969.7 mm
Incidence angle 14.1 deg
Entrance arm 970.0 mm
Grating size 50 mm � 80 mm

ig. 2. Schematic of the TULS design for the 115–155-nm region.
he two detectors have been placed to acquire the 115–130- and
40–155-nm spectral regions.
1 April 2004 � Vol. 43, No. 10 � APPLIED OPTICS 2035
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est fit to the spectral and spatial focal curves and are
lmost normal to the direction of the incident beam.
he TULS grating aberrations at FWHM are shown

n Fig. 3. The spectral and spatial FWHM aberra-
ions are lower than the pixel size for on-axis points,
ut they increase to as many as 8 pixels in the re-
uired extended field of view. Clearly the TULS de-
ign is not optimized for significantly extended
ources.

. Performance of the Spherical Varied-Line-Space
rating

he parameters of a comparable SVLS design in the
arada configuration are listed in Table 3. Again
e assume a double-element telescope corrected over

he whole field of view. The maximum groove-
pacing variation is less than 1% with respect to the
entral groove density.

A schematic drawing of the optical system is shown
n Fig. 4 with the detectors placed at the best fit to the
pectral and spatial focal curves and almost normal
o the direction of the incident beam. The SVLS
rating FWHM aberrations are shown in Fig. 5.
ince the incidence angle for the SVLS design is

ower than the corresponding TULS design, the off-

ig. 3. FWHM aberration of the TULS design. The detector
ixel size is 15 �m. The subtended angle �–� at the central
avelength is 14.1°.

Table 3. Characteristics of the SVLS Spectrometer

Parameters Values

Telescope Double-element design
Focal length 3000 mm
Entrance diameter 150 mm
Slit size 15 �m � 27 mm

Spectrometer SVLS grating
Central groove density 1800 lines�mm
Stigmatic wavelengths 120 nm and 150 nm
Radius 1000 mm
Incidence angle 9.9 degree
Entrance arm 1015.0 mm
Grating size 50 mm � 80 mm
Parameters for groove

space variation
�1 � 0.257 mm
2

�2 � 5.82 � 10
5 mm
3

�3 � 0
036 APPLIED OPTICS � Vol. 43, No. 10 � 1 April 2004
xis performance of the SVLS system is superior.
he FWHM aberrations increase to as many as �4
ixels in the extended field of view, corresponding to
degradation in the nominal performance by a factor

f 4. When these values are compared with the 8
ixels of the off-axis aberration for the TULS design,
he SVLS off-axis resolution is better by a factor of 2.

. Performance of the Toroidal Varied-Line-Space
rating

ff-axis aberrations are minimized by working at a
agnification higher than unity, according to Eq.

17�, while maintaining both of the two stigmatic
oints within the spectral region to be acquired.
his is made possible by designs with TVLS gratings.
When we work with unity magnification, the en-

rance slit width is normally kept as large as the
etector pixel size. In fact, the total spectral aber-
ations are given by the convolution between the slit
idth and the residual optical aberrations on the

ocal plane. If the latter is lower than the pixel size
nd the slit width is almost equal to the pixel size, the
nstrumental response is limited by the detector itself
nd not by the optical performance.

ig. 4. Schematic of the SVLS design for the 115–155-nm region.

ig. 5. FWHM aberration of the SVLS design. The detector
ixel size is 15 �m. The subtended angle �–� at the central
avelength is 5.8°.
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With significant magnification in the spectrometer
he slit width and height must be reduced by the
nverse of the magnification factor to keep them

atched with the pixel size and array height of a
iven detector. Then the limiting consideration may
ecome the technical question of how narrow an en-
rance slit can be made, although photoetching pro-
edures for fabricating slits are now approaching
izes well below 10 �m. In the example described
ere the chosen magnification is 2; so the slit size has
een reduced to 7.5 �m � 13.5 mm, which are feasi-
le values.
Spectrometer magnification also means that the

ocal length of the telescope as well as its aberrations
ust be correspondingly reduced to maintain the

ame spatial resolution, and this gives the advantage
f decreasing the length of the instrument’s telescope
ection. The telescope design is then more challeng-
ng, but the theoretical aberrations of many double-
lement designs are really well below the detector
ixel size. In practice the minimum slit width is
ften limited by the telescope’s diffraction or by tol-
rances in the alignment. In the reported example,
T
i
g
e
r
s
t
h
o
c

S
n
s
m
t
p

ay racing shows that it is possible to design a double-
lement telescope with a 1500-mm focal length, a
20-mm entrance aperture, and FWHM aberrations
ower than 7.5 �m over the whole desired field of
iew. Furthermore diffraction sizes at the observed
avelengths are well below 7.5 �m.
The TVLS design parameters are listed in Table 4.

he maximum groove-spacing variation is less than
% with respect to the central groove density. A
chematic drawing of the TVLS system is shown in
ig. 6. In order to best fit the spectral and spatial

ocal curves, the detectors have been tilted by 13 deg
ith respect to direction of the incident beam. The
VLS grating FWHM aberrations are shown in Fig.
. The off-axis performance of the TVLS design is
efinitely better than in either the TULS or SVLS
esigns, the aberrations being almost lower than the
ixel size over the whole field of view. For that rea-
on the TVLS design provides constant spectral and
patial resolutions along the entire slit, another de-
irable feature.

. Conclusions

he off-axis performances of three different classes of
maging spectrometers with aberration-corrected
ratings have been presented. A general analytical
xpression for minimizing the off-axis grating aber-
ations has been obtained: It has been demon-
trated that such aberrations are minimized when
he spectrometer is operated at a magnification
igher than unity. Classical designs that use TULS
r SVLS gratings with two stigmatic points have been
ompared with the new TVLS grating design.

The off-axis condition is not satisfied by TULS and
VLS designs that are operated at near-unity mag-
ification. Although they show excellent on-axis
pectral and spatial resolutions, their off-axis perfor-
ances are therefore not optimum. On the con-

rary, TVLS designs with two stigmatic points are
ossible at almost any magnification, so they can
ig. 6. Schematic drawing of the TVLS design for the 115–
ig. 7. FWHM aberration of the TVLS design. The detector
ixel size is 15 �m. The subtended angle �–� at the central
avelength is 
4.7°.
Table 4. Characteristics of the TVLS Spectrometer

Parameters Values

Telescope Double-element design
Focal length 1500 mm
Entrance diameter 150 mm
Slit size 7.5 �m � 13.5 mm

Spectrometer TVLS grating
Central groove density 1800 lines�mm
Stigmatic wavelengths 120 nm and 150 nm
Tangential radius 653.3 mm
Sagittal radius 661.2 mm
Incidence angle 4.65 degree
Entrance arm 500 mm
Medium exit arm 1000 mm
Grating size 50 mm � 65 mm
Parameters for groove space

variation
�1 � 0.565 mm
2

�2 � 1.36 � 10
4 mm
3

�3 � 0
1 April 2004 � Vol. 43, No. 10 � APPLIED OPTICS 2037
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xactly meet the off-axis condition. These TVLS de-
igns thus provide the best off-axis performance and
o are suitable for experiments that require an ex-
ended field of view, such as solar observations, al-
hough there are potential benefits also for terrestrial
nd planetary remote sensing at visible and IR wave-
engths.

TVLS gratings can be manufactured either by me-
hanical rulings or holographically. The mechanical
uling implies tight tolerances on the grating’s varied
pacing, which requires interferometric control of the
uling engine. Holographically, the grating can be
ealized by interference of properly aberrated wave-
ronts in the recording resist. At normal incidence
he variation in the spacing is small �of the order of a
ew percentage points at the edges�; thus the feasi-
ility of these gratings should not be a major diffi-
ulty.

In space applications, where an instrument’s size
nd mass are critical parameters, a TVLS design
an provide excellent imaging even at very large
pectrometer magnifications and beam angular ap-
rtures, giving high-quality performance and ex-
eptional throughput in a remarkably compact
hysical package.
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